Obstruction of armoured tracheal tubes: case report and discussion.
A case of respiratory obstruction caused by an armoured silicone rubber tracheal tube is reported and the literature reviewed. New silicone tubes have shown defects in design and manufacture formerly associated with those made of latex rubber. The authors found disposable polyvinyl chloride tubes to be more reliable.